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Most spectroscopic data available in databases such as HITRAN are retrieved from FTIR measurements and suffer
from uncertainties at the MHz level. Much more accurate data, by up to four orders of magnitude, can be achieved using
an optical frequency comb to calibrate the frequency axis of a cw laser source. Actually, in the mid-infrared region, at
least beyond 5 m, the only available commercial solution for a widely tunable cw laser is represented by extended cavity
quantum cascade lasers (EC-QCLs), whose locking to an optical frequency comb has been so far inhibited by a large
amount of frequency noise, leading to linewidths of about 20 MHz a.
In this work we overcome this limitation and describe a spectrometer that relies on the frequency locking of an EC-
QCL tunable in the 7.55-8.2 m range to a 1.9 m Tm fiber comb b. It is applied to the first comb-calibrated direct
characterisation of the 1 fundamental band of N2O, specifically of nearly 70 lines in the 1240 – 1310 cm 1range, from
P(40) to R(31). The spectroscopic constants of the upper state are derived from a fit of the line centers with an average rms
uncertainty of 4.8x10 6 cm 1(144 kHz). The coupling of the spectrometer to a high-finesse optical cavity to the purpose
of enhancing its sensitivity and addressing weaker absorbers, is also discussed.
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